Successful bridge to recovery in a patient surviving fatal device-related complications after implantation of a Toyobo left ventricular assist system.
Emergent left ventricular assist system (LVAS) removal due to device complication is associated with high morbidity and mortality. This report describes a case of a 51-year-old man with dilated cardiomyopathy who successfully underwent emergent LVAS removal after a device-related complication. Although the patient's left ventricular function was still compromised, LVAS removal was indicated secondary to cerebral hemorrhage. Fortunately, the patient had an uneventful course over the ensuing 8 months and maintained good quality of life.